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Operation  M  anual  for  the  I  ntensity  Based 
Interrogation  of  Fibre  Bragg  Grating  Arrays  on 
Vibrating  Structures 


Executive  Summary 


This  technical  note  is  provided  as  a  companion  document  to  DSTO  TR-2370.  The 
original  technical  report  describes  the  development  and  evaluation  of  an  intensity- 
based  demodulation  approach  for  the  measurement  of  strains,  induced  by  structural 
vibrations,  using  fibre  Bragg  gratings.  This  companion  technical  note  contains  a 
detailed  set  of  operating  instructions  for  interfacing  the  intensity  based  demodulation 
system  with  a  frequency  analyser  to  provide  the  Frequency  Response  Functions  from  a 
series  of  FBG  arrays  attached  to  a  vibrating  structure. 

Both  this  technical  note  and  its  companion  technical  report  are  formal  contributions  to 
an  experimental  program  sponsored  by  the  US  Office  of  N  aval  Research  (ON  R)  under 
Grant  No.N 00014-09-1-03^.  The  three  year  program  entitled  "Structural  Flealth 
Monitoring  Through  Environmental  Excitation  and  Optical  Fibre  Sensors"  commenced 
in  December  2008.  It  is  a  collaborative  research  effort  involving  researchers  from  the 
US  Naval  Academy  (NA),  Naval  Surface  Warfare  Center  (NSWC),  the  Australian  Co¬ 
operative  Research  Centre  for  Advanced  Composite  Structures  (CRCACS)  and  DSTO. 

The  ultimate  goal  of  the  program  is  the  demonstration  and  validation  of  a  large  area 
vibration-based  structural  health  monitoring  system  on  a  composite  structure  using 
simulated  environmental  excitation  and  a  network  of  surface-mounted  fibre  Bragg 
grati  ngs  for  response  measurement. 

DSTO's  involvement  in  this  program  is  to  develop  the  distributed  fibre  Bragg  grating 
interrogation  system  and  conduct  studies  on  the  reliability,  durability  and  packaging  of 
the  fibre  Bragg  gratings. 
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1.  Introduction 

This  document  is  an  operating  manuai  which  provides  detaiied  instructions  on  how  to  use  a 
custom-buiit  intensity  based  interrogation  system  to  measure  vibrationai  strains  using  Fibre 
Bragg  Grati  ng  (FBG)  arrays.  The  vi  brations  may  be  i  nduced  by  either  an  i  mpact  hammer  or  an 
eiectrodynamic  shaker,  it  is  provided  as  a  companion  document  to  DSTO-TR-23701  which 
describes  the  design  and  deveiopment  of  the  intensity  based  interrogation  system. 

The  basic  principie  of  operation  for  intensity- based  interrogation  of  FBGs  invoives  tuning  a 
narrow  iine-width  iaser  source  to  a  waveiength  corresponding  to  the  midpoint  of  either  the 
i  ead  i  ng  or  trai  i  i  ng  edge  of  the  FBG  refi  ecti  on  spectrum.  When  a  strai  n  i  s  appi  i  ed  to  the  grati  ng 
the  spectrum  wiii  shift,  causing  the  transmittance  at  the  tuned  waveiength  to  increase  or 
decrease.  This  can  bequantified  by  measuringtheamount  of  transmitted  or  refiected  iightwith 
a  photodiode. 

This  manuai  waswritten  to  assist  the  user  with  setting  up  both  the  hard  ware  and  software  for 
interfacing  the  FBG  interrogation  system  with  a  vibration  anaiyser.  The  manuai  ai  so  guides  the 
user  on  how  to  set-up  the  vibration  anaiyser  to  measure  the  frequency  response  function  for 
each  FBG  when  exciting  a  structure  with  either  an  instrumented  hammer  or  an  eiectrodynamic 
shaker. 

The  data  obtained  from  the  frequency  anaiyser  can  be  used  by  theStructurai  irreguiarity  and 
Damage  Evaiuati  on  Routine(SiDER)  which  isabroadband  vibrati  on-based  techniquethat  uses 
features  i  n  thecompi  ex  curvatureoperati  ng  shapes  of  vi  brati  ng  structures  to  iocatedamageand 
other  areas  with  structurai  stiffness  variation  in  composites. 

The  FBG  i  nterrogati  on  system  can  be  operated  i  n  3  modes:  (i )  M  anuai ,  (i  i )  Semi-automati  c  and 
(iii)  Automatic.  The  principie  of  operation  for  each  of  these  modes  is  briefiy  outiined  beiow. 
Further  detaiis  may  be  found  in  the  Appendices  of  DSTO  TR-23701. 

(i)  Manuai  mode  can  oniy  be  used  with  impact  hammer  excitation,  it  invoives  manuai  iy 
scanni  ng  a  si  ngi  efi  brecontai  ni  ng  an  array  of  FBGs  i  mmedi  atei  y  pri  or  to  the  experi  ment. 
The  purpose  of  thisscanisto  detect  the  mi  d-pointiocationsfor  each  grating  on  the  array 
and  ai  so  to  measu  re  the  si  ope  of  the  response  (cai  i  brati  on  factor)  su  rrou  nd  i  ng  thi  s  mi  d- 
poi  nt.  The  response  from  each  grati  ng  to  i  mpact  excitation  is  then  recorded  i  n  turn  with 
the  user  manuaiiy  stepping  between  gratings  after  each  impact.  This  process  is  then 
repeated  for  each  array  on  the  structure.  This  mode  is  recommended  for  experiments 
wherethereisoniy  a  si  ngi  e  fibre  array  or  for  mu  iti  pie  arrays  in  situations  where  the 
envi  ronmentai  conditions  may  change  over  the  course  of  the  experiment. 


1  P.E.  Norman  and  C.E.  Davis,  'An  intensity- based  demoduiation  approach  for  the  measurement  of 
strains  induced  by  structurai  vibrations  using  Bragg  gratings'  DSrO-TR-2370,  February  2010 
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(ii)  Semi-automatic  mode  can  also  only  be  used  with  impact  hammer  excitation.  All  the 
grating  arrays  attached  to  the  structure  under  test  are  scanned  in  advance  of  the 
experi  ment  and  saved  to  a  confi gurati on  fi I e (onefi I efor  each  array).  The confi gurati on 
fi  I  econtai  ns  the  FBG  mi  d-poi  nts  and  thecal  i  brati  on  factors  for  each  FBG  on  thearray.  I  n 
this  modethe  confi  gurati  on  fi  I  es  are  I  oaded  pri  or  to  the  experi  ment  and  thefi  bre  opti  c 
sw  i  tch  box  automati  cal  I  y  sw  i  tches  betw  een  arrays.  The  on  I  y  operati  on  requ  i  red  by  the 
user  is  to  switch  to  the  next  sensor.  This  mode  is  recommended  where  the 
environmental  conditions  are  unlikely  to  change  significantly  in  the  time  interval 
between  the  confi  gurati  on  file  being  stored  and  the  experi  ment  being  conducted. 

(iii)  Automatic  mode  can  only  be  used  with  continuous  shaker  excitation.  This  mode  is 
similar  to  the  semi-automatic  mode  in  that  the  configuration  files  for  each  array  are 
stored  in  advance  of  the  experiment.  Flowever,  in  this  mode  the  data  from  the 
photod  i  ode  i  s  acqui  red  for  a  fi  xed  ti  me  w  i  ndow  for  each  grati  ng  rather  than  rel  yi  ng  on  a 
trigger  from  the  hammer.  Once  one  grating  is  interrogated,  the  tuneable  laser  source 
then  automati  cal  ly  moves  to  the  next  wavel  ength  to  i  nterrogate  the  next  grati  ng. 
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2.  Instructionsfor  interfacing  the  FBG  interrogator  with  a 
vibration  anaiyser  for  use  with  impact  hammer  excitation 


Thischapterprovidesdetailed  instructionsfor  interfacing  the  intensity  based  FBG  interrogation 
system  with  a  vibration  analyser  (OROS763  V4.41)  and  using  an  impact  hammer  to  excite  the 
structure.  Instructions  are  also  provided  on  how  to  acquirethefrequency  response!  nformati  on 
using  the  FBG  arrays  (and  also  accelerometers  (acc)  if  required). 


2.1  Configuration  of  the  hardware 

Figure  2.1  shows  a  schematic  diagram  of  the  hardware  set-up  for  measuring  the  vibrational 
response  to  impact  excitation  from  a  structure  using  FBGsand  analysing  this  response  using  a 
vibration  analyser. 


Chia  Ch3Ch4Clut10iil2Trig 


D©®  ©(§) 

□  □  □  □  Frequency  Analyser 


Vibration 

Anaiyser 


GPIB 


USB 


Analogue  (Coax) 

-  Optical  Fibre 

=  Digital  (PCMCIA) 


Figure2.1:  Schematic  diagram  showing  theintensity  based  interrogation  sd:-up  with  the  vibration 

anaiyser  using  hammer  excitation 
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2.2  Starting  the  OROS  vibration  an aiy sis  software 

Prior  to  running  the  software,  ensure  all  the  hardware  is  set-up  and  switched  on  as  shown  in 
Figure  2.1.  The  password  for  the  tuneable  laser  is  1234.  Open  the  OROS  software^  by  running 
the fileOR763.exe (Version  4.41)  located  on  desktop. 

N  .B.  Ifthelaptop  goes  into  hibernation  on  standby  mode  whiietheOR  0  S  softwareis  running, 
therewiii  bea  driver  caiiingerrorthenexttimethesoftwareisopened.Thiscanbecorrected  by 
ejecting  the  PCMCIA  from  its  slot,  replacing  it  and  then  re-starting  the  software  If  the  error 
occurs  again,  r&tart  the  laptop  and  reopen  the  program. 

2.3  Creating  a  Project 

Thissetsup  the  primary  folder  into  which  all  the  data  and  configuration  files  are  stored.  Any 
details  about  the  test  article  and  experiment  design  should  be  entered  at  this  stage  in  the 
comments  section. 

1.  Choosea  New  Projectand  then  click  OK 

•  Enter  Project  name 

•  Directory:  The  usual  location  isC:\  ProgramFiles\  0R25\  Project 

•  Enter  comments  as  requ i  red 

2.  Click  next 

3.  Enter  a  Sub  Project  Name:  (The  sub  project  is  usually  used  to  store  individual  tests 
which  are  carried  out  within  the  main  experiment.) 

4.  Click  next  (It  may  take  a  while  to  open  the  next  window) 

2.4  Input  Front  End  Setup 

This  sets  up  thefront  end  i  nputs  for  the  OROS  analyser.  The  range,  data  type  and  any  seal  i  ng 
factors  for  each  activechannel  areset-up  at  thisstage.  To  demonstrate  the  process,  theexample 
shown  in  Figure  2.1  is  used  where  channel  1  is  the  force  (hammer),  channel  2  is  the 
accelerometer  (Acc)  and  channel  3  is  the  photodiode. 

1.  Click  on  Select  Active  I  nputs,  and  select  inputs  being  used  and  then  click  OK. 

2.  Click  on  channel  Itab  and  set-up  the  channel  asoutlined  below: 

•  Range:  310  mV  (this  may  need  to  be  adjusted  depending  on  the  impact  level) 

•  Physical  Unit:  Force,  N  (if  channel  1  is  being  set-up  as  a  hammer  input) 
Note:  Although  the  unit  reported  is  Newtons,  the  calibrations  for  the  OROS  are 
actually  in  lbs. 

•  T ransducer  Reference:  Endevco  M  odal  FI  ammer  (This  may  need  to  be  adjusted 
dependi  ng  on  the  hammer  type  used) 

•  Coupling:  ICP  (uselCP  for  hammer,  shaker,  accelerometer) 


2  The  software  is  currently  located  on  the  laptop  with  DSTO  Asset  N  o.  AA  N  25738 


4 


UNCLASSIFIED 


UNCLASSIFIED 


DSrO-TN-0985 


3.  Click  on  channel  2tab  and  set-up  the  channel  asoutlined  below: 

•  Range:  310  mV  (this  may  need  to  be  adjusted  depending  on  the  impact  level) 

•  Physi  cal  U  n  i  t  A  ccel  erati  on  meter,  g 

•  Transducer  Reference:  (Entertheaccelerometer  detailshere) 

•  Coupling:  ICP  (uselCP  for  hammer,  shaker,  accelerometer) 

4.  Click  on  channel  3tab  and  set-up  the  channel  asoutlined  below: 

•  Range:  310  mV  (this  may  need  to  be  adjusted  depending  on  the  impact  level) 

•  Physical  U  nit  Voltmeter,  V 

•  T  ransducer  Reference:  Sensor  3 

•  Coupiing:AC  (useAC  forthePhotodiodeand  Strain  Gauge  Output) 

5.  Click  next 

2.5  Input  Pre-process 

This  stage  of  the  process  sets  up  the  name  for  each  active  channel  and  defines  which  channel  is 
used  as  the  reference  channel  for  data  analysis. 

1.  Set  the  number  of  preprocesses  i  nput  to  the  number  of  channels  bei  ng  used. 

2.  Sel ect  Preproc.  1  tab 

•  I  nput  Channel :  Ch.l 

•  Preprocess  N  ame:  H  ammer 

•  Ensurethe  box  is  checked  for  channel  las  the  reference  (if  channel  listhehammer 
input) 

3.  Sel  ect  Preproc.  2  tab 

•  I  nput  Channel :  Ch.2 

•  Pre-process  N  ame:  A  ccel  erometer 

4.  Sel  ect  Preproc.  3  tab 

•  I  nput  Channel :  Ch.3 

•  Pre-process  N  ame:  FBG 

5.  Click  next  until  the  Create  a  New  Measure  page  is  reached 

2.6  C  reate  a  N  ew  M  easure 

This  sets-up  anew  folder  within  the  sub-project  folder  where  all  the  data  files  are  saved  to. 
The  type  of  anal  ysi  s  to  be  appi  i  ed  to  the  data  i  s  al  so  specif!  ed  here. 

1.  Enter  M  easure  N  ame:  (A  ny  name.  For  exampi  e,  the  date) 

2.  SelectAnaiyser  Mode:  For  example.  Real  TimeFFT  Analyzer 

3.  I  nsert  any  comments  as  requ  i  red 

4.  Click  Next 
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2.7  Analyser  Setup 

This  sets-up  the  parameters  for  the  data  analysis. 

1.  Click  on  Frequency/ Zoom  setup  tab 

2.  Set  Frequency  Range:  (Typically  0-2  kFIz  for  this  application) 

3.  Click  on  Analysistab 

4.  Set  the  foil  owing: 

•  Overlap:  Retrigger 

•  Window  set  1:  Force 

•  Window  set  2:  Response 

•  FFT  Resoiution:  3201 

5.  Look  on  the  right  at  the  Response  Wi  ndow  graph 

•  Click  on  Iine2and  dragtothefar  left 

•  Click  on  line  4  and  dragtothefar  right 

•  Click  on  line  3  and  adjust  so  that  the  yellow  curve  decays  to  zero  as  shown  in 
Figure  2.7.1 


Figure2.7.1: 


R espon se Graph  Win dow 


6.  C I  i  ck  on  average  tab 

7.  Set  the  foil  owing: 

•  Mode:  Linear 

•  N  umber:  The  number  of  times  the  specimen  will  be  excited  to  have  its  average 
determined,  i.e.  setting  Number  to  2,  the  user  will  tap  the  specimen  twice  and  the 
OROS  will  calculate  the  average  of  the  2  taps  (The  user  must  press  enter  or  the 
number  will  not  update) 

8.  Click  Next 
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2.8  Trigger  Setup 

This  sets  up  the  triggering  for  the  frequency  anaiyser. 

1.  Ciick  on  Trigger  ModeTab 

2.  Set  the  foii  owing: 

•  Trigger  Mode:  Levei 

•  Vaiidation  Mode:  Manuai 

3.  Ciick  on  input  Levei  Tab 

4.  Set  the  foii  owing: 

•  inputievei:  5% 

•  Deiay:  -0.02(actuai  deiay  wiii  becaicuiated  on  resoiution) 

5.  Ciick  OK 

2.9  Setting-up  the  Main  Display  Window 

Thi s sets  up  thefront  panei  for  vi  ew i  ng  thedata  on  thefrequency  anai yser  w hi  i e conducti  ng  the 
experiments.  The  windows  which  the  user  needs  to  dispiay  wiii  depend  on  the  active  input 
channeisand  thetypes  of  sensors  being  used.  To  demonstrate  the  process,  the  exampie  shown 
i n  Fi gure 2.1  i s  used  where channei  1  i s theforce  (hammer),  channei  2  i s the accei erometer  and 
channei  3  is  the  photodiode. 

1.  Cioseaii  graph  windows 

2.  Ciick  on  window  inthemenu  bar  and  seiectNew  Window 

3.  Choose thefoi  iowi  ng  by  doubi ed i cki  ng  thewi  ndow  name(s)  requi  red :  (other  wi  ndows 
may  beseiected  as  required) 

•  T  ri  gger:  FI  ammer  an  d  F  BG 

•  Spectrum:  FI  ammer 

•  FRF-H1:FBG 

•  Coherence:  FBG 

4.  Click  OK 

5.  Click  on  window  inthetoolbar  and  sdectTileFlorizontal 

6.  Your  window  should  appear  as  in  Figure2.9.1 

7.  Cl  i  ck  on  the  green  pi  ay  button,  I  ocated  on  the  top  I  eft  hand  si  de  of  the  0  ROS  w  i  ndow . 

The  OROS  frequency  analyser  is  now  configured  and  ready  to  start  acquiring  data.  The  next 
stage  is  to  set-up  the  FBG  i  nterrogator. 
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Figure2.9.1:  Screen  captureoftheOROS  frequency  analyser  set-up  for  measurement  oftheFRF  for  an 
accderomdier  and  an  array  ofFBG 's 

2.10  Starting  the  A gi I ent8164A  Control  program 

1.  Open  thesoftware^  using  theAgilent8164A  Control  icon  located  on  the  desktop 

2.  Confirm  that  the  1/  0  configurations  are  as  shown  in  FigureZlO.land  select  continue. 
Note:  These  should  correspond  to  the  GPIB  addresses  assigned  on  the  actual 
instruments 


xj 


Startup  Configuration  Options 


Tuneable  Laser 
/gGPIB0;:20::INSTR  jd 

Optical  Switchbox  (LSR/PD) 
<f;GPIB0i:7::INSTR 

Optical  Switchbox  (Array  Select) 
^GPIB0:;8:;INSTR  Jd 


Continue 


Figure2.10.1:  Start-up  Configuration  Options 


3  The  software  is  located  on  the  laptop  with  DSTO  Asset  No.  AAN  25711 
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2.11  Configuration  for  the  Agilent  8164A 

The  following  procedure  sets  up  the  scanning  wavelength  range,  output  power  levels  and 
wavelength  resolution  forthetuneablelaseraswell  as  defining  the  optical  switch  allocations  for 
the  laser  source  and  photodiode. 

1.  Click  on  the  Configuration  tab  of  the  window  shown  in  Figure2.11.1 


Figure 2.11.1:  Configuration  window  on  A  giient  8164A  controi  software 
2.  Set  the  foil  owing: 

•  W  avel  en  gth  Scan  Range:  1520- 1570  n  m 

•  Power:  (1)  Ensurethe'AlwaysMax'  boxischecked  unless  manual  configuration  is 
necessary,  i  n  w  hi  ch  case  set  the  power  output  I  evel  of  the  I  aser  to  w  hat  i  s  d  esi  red .  (2) 
EnabI  e  'Coherence  Ctrl ' 

•  Wavelength  Resolution:  Ensure  the  'Always  Max'  box  is  checked  unless  manual 
configuration  is  necessary,  in  which  case  set  the  wavelength  resolution  to  what  is 
desired 

•  Interrogation  Mode:  Reflection  (if  the  system  isset-up  to  measure  the  gratings  in 
reflection) 

•  Switchbox:  Setthechannelson  switchbox  Ito  match  thefibre-optic  inputs  and  check 
the'ExtTrig'  and  'SaveAll  Data'  boxes 
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2.12  Scan  the  A  rray 

This  scans  the  laser  source  across  all  the  FBGs  in  the  array  and  locates  the  grating  peaks  and 
mid -point  locations. 

1.  ClicktheScan  tab  (Figure 2.12.1) 


Figure2.12.1:  Scan  window  on  Agilent  8164A  control  software 

2.  Select  the  switch  number  to  which  the  array  isconnected  (Array  Sw.) 

3.  Click  Start  Scan  (Thismaytakeuptoaminutedependingonthescan  range) 

4.  Peaks  are  indicated  by  ared  dotonthearray  plotandthenumberof  peaksdetected  is 
indicated  atthe  peaks  display  on  Figure  2.12.1.  If  all  peaks  are  detected  skiptostepS 

5.  If  all  peaks  are  not  detected,  set  the  Peak  Threshold  limit  to  half  the  maxi  mum  power 
level  oftheFBG  reflection  peaks. 

6.  Set  the  Peak  Width  to  approximately  half  the  Full  WidthFlalf  Max(FWFIM)oftheFBGs 
being  interrogated 

7.  Cl  ick  Start  Scan  (This  may  take  up  to  a  mi  nutedependi  ng  on  the  scan  range).  N  ote:  If  a 
large  number  of  oscillations  are  visible  in  the  reflection  spectrum  and  the  number  of 
peaks  does  not  match  the  number  of  grati  ngs,  thefi  bre  or  patch  cord  may  bedamaged . 

8.  Click  More  Detail  (Thismaytakeuptoaminutedependingonthescan  range) 

9.  Save  the  Array  Properties  (if  you  are  using  Automatic  or  Semi-automatic  Control 
remember  the  name  given  to  each  array,  as  you  wi  1 1  need  to  use  this  later) 

10.  Y  ou  may  al  so  choose  to  record  the  spectral  profi  I  e  of  the  array  as  a  text  fi  I  e  and  as  an 
image  for  further  analysis  by  clicking  on  the  save  button  at  the  bottom  of  the  scan 
window. 

11.  If  theexperi  ment  isto  be  conducted  using  Semi-A  utomatic  Control ,  ski  p  to  section  2.14, 
if  using  Manual  Control  continuewith  section  2.13 
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2.13  Hammer  excitation  test  using  manual  mode 

1.  Press  F5  on  the  laptop  with  the  OR763  V4.41  program  running  to  initiate  the  testing 
sequence. 

2.  Hit  the  speci  men  w  i  th  the  i  nstru  mented  hammer.  I  f  the  I  oad  cel  I  i  n  the  hammer  records 
multiple  hits  or  if  the  impact  is  too  light  or  heavy  this  will  be  indicated  in  theTrigger 
H  ammer  window.  If  the  impact  is  unsuitable  press  F3  on  the  keyboard  to  decline  this 
resultand  impactthespecimen  again.  If  the  impact  is  good,  press  F2  to  accept  the  data. 
Repeatthis  process  until  thenumber  of  averages  set-up  intheanalyserwindow  (section 
2.7)  has  been  reached. 

3.  0  nee  the  result  for  the  parti  cul  ar  FBG  sensor  has  been  obtai  ned ,  cl  i  ck  on  Fi  I  e  menu  and 
select  Export  result  setting.  Select  desired  data  (i.e.  Coherence,  FRFs  [Real  and 
Imaginary]  for  SIDER)  to  save  and  set  the  required  file  format  (i.e.  *AE2  format  for 
SI  DER  analysis  or  =txt  format  for  M  atlab  or  Excel  analysis).  N  ote:  Once  this  has  been 
initially  configured  you  can  save  subsequent  results  by  pressing  F9  on  the  keyboard 
after  each  test. 

4.  Oncesaved,  progresstothenextFBG  inthearray  byselecting  nextontheFBG  Select 
input  at  the  top  right  hand  side  of  the  Agilent  8164A  scan  window  as  shown  in 
Figure  2.12.1.  Repeat  steps  1  to  4  i  n  section  2.13  until  all  the  sensors  on  the  array  have 
been  measured. 

5.  Themanual  test  for  this  array  is  now  completed.  If  there  is  more  than  onearrayonthe 
specimen  to  be  measured,  go  to  Configuration  tab  again,  and  click  on  Reset  Range. 
Repeat  steps  1  to  11  i  n  secti  on  2.12,  to  measure  the  properti  es  on  the  next  array  and  then 
record  the  d  ata  from  the  next  array  as  descri  bed  i  n  secti  on  2. 13.  Repeat  this  process  u  nti  I 
all  arrays  on  the  speci  men  have  been  measured.  (Remember  to  reset  range  for  every 
array  and  to  save  profi  les  or  record  cal  i  bration  factors  for  each  FBG) 

2.14  Hammer  excitation  test  using  semi-automatic  mode 

In  semi -automatic  mode  all  the  gratings  arrays  attached  tothespecimen  under  test  arescanned 

i  n  advance  of  the  experi  ment  and  saved  to  a  confi  gurati  on  fi  I  e  (one  fi  I  efor  each  array). 

1.  Save  the  confi  gurati  on  fi  I  es  for  each  array  attached  to  the  speci  men  usi  ng  the  steps  2  to 
10  as  descri  bed  in  section  2.12. 

2.  Once  all  the  arrays  have  been  scanned  and  their  configuration  file  saved,  click  the 
Enable  button  in  the  automatic  control  window  on  the  bottom  Right  Hand  Side(RHS)of 
the  Scan  tab  window. 
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Figure2.14.1:  A  rray  list  Sdector/A  uto  mode  configuration 

3.  Select  Array  List  &  Config 

i .  U  ncheck '  F u  1 1 A  uto'  box  i  f  you  are  usi  ng  th e  i  nter rogati  on  system  i  n  semi  -automati  c 
mode  (Figure  2.14.1) 

i  i .  Check  the  'Prescan  A rrays'  box 

iii.  Click  the  folder  which  says  A  utoSave  Location,  and  typein  a  name  and  click  save 
(Thiswill  bethefolder  where  all  the  results  will  be  saved) 

iv.  Click  Create  New 

4.  Create/  Edit  array  list 

i .  In  thefi  rst  N  amei  nputfield  (Figure2.14.2),  typei  n  the  name  of  the  *xml  fi  le(justthe 
core  filename,  not  the  extension)  as  saved  previously  in  step  9  in  section  2.12 

i  i .  Sel  ect  the  number  of  FBGs  on  the  array  i  n  the  size  wi  ndow 

iii.  SelectLow  ifthefirstsensor  isatthelowest  wavelength,  select  FI  igh  if  sensor  oneis 
at  the  hi  ghest  wavel  ength 

iv.  Repeat  steps  i  to  iii,  above,  for  other  arrays  (This  is  limited  by  switchbox  capacity. 
Arrays  M  LIST  be  connected  to  switchbox  in  the  same  order  as  they  appear  in  this 
list) 

V.  Cl  i  ck  on  save  then  savethe  I  ist  of  arrays  i  n  thesamefolder  astheconfi  gurati  on  *xml 
files 

vi.  Click  Finished  to  return  to  array  list  selector  (Figure 2.14.1) 

vii.  Click  OK  on  the  Sel  ect  A  rray  List&  Config  page  to  return  to  the  Scan  tab 
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Figure2.14.2:  Array  list  editor 

5.  Automatic  Control  in  the  Scan  tab 

•  Back  in  the  Scan  tab,  the  Automatic  Control  isshown  as  FigureZM.B,  click  start 


Figure2.14.3:  A  utomatic  Control  mode  in  idle  stage 


•  Wait  until  theprescan  is  complete,  this  will  takeafew  minutes  depending  on  how 
many  arrays  are  being  utilised,  during  this  time  you  can  pause  or  abort. 
(See  Figure  2.14.4) 


Figure2.14.4:  A  utomatic  Control  mode  in  prescan  stage 
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•  Once  the  prescan  is  complete  as  seen  in  Figure2.14.5,  click  continue. 


Figure2.14.5:  Automatic  Control  mode  in  completestage 

The  H  ammer  excitati  on  test  i  n  semi -auto  mode  is  now  ready  for  data  capture.  H  it  thespeci  men 
with  the  instrumented  hammer.  If  the  load  cell  in  the  hammer  records  multiple  hits  or  if  the 
i  mpact  i  s  too  I  i  ght  or  heavy  thi  s  w  i  1 1  be  i  nd  i  cated  i  n  theT  ri  gger  H  am mer  w  i  nd ow .  I  f  the  i  mpact 
is  unsuitabi  e  press  F3  on  the  keyboard  to  deci  i  ne  this  result  and  i  mpact  the  sped  men  agai  n.  If 
the  impact  is  good,  press  F2  to  accept  the  data.  Repeatthis  process  until  the  number  of  averages 
set-up  in  the  analyser  window  (section  2.7)  has  been  reached. 

Once  the  result  for  the  particular  FBG  sensor  has  been  obtained,  click  on  File  menu  and  select 
Export  result  setti  ng.  Sel  ect  desi  red  data  (i  .e.  Coherence,  FRFs  [Real  and  I  magi  nary]  for  SI  DER) 
to  save  and  set  the  required  fileformat  (i.e.  *AE2  format  for  SI  DER  anal ysis  or  =txt  format  for 
Matlab  or  Excel  analysis.)  NoteiOncethishas  been  initiallyconfigured  you  cansavesubsequent 
results  by  pressing  F9on  the  keyboard  after  each  test. 

Oncesaved,  progress  to  the  next  FBG  i  n  the  array  by  sel  ectingNext»  button  on  the  Automatic 
Control  window  as  shown  in  Figure  2.14.6.  Repeat  steps  6  to  8  in  section  2.14  until  all  the 
sensors  in  the  array  list  havebeen  measured. 


Figure2.14.6:  A  utomatic  Control  mode  in  ready  stage 
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3.  Instructionsfor  interfacing  the  FBG  interrogator  with  a 
vibration  anaiyser  for  use  with  shaker  excitation 


Thischapterprovidesdetailed  instructionsfor  interfacing  the  intensity  based  FBG  interrogation 
system  with  a  vibration  analyser  (OROS763  V4.41)  and  using  an  electrodynamic  shaker  to 
excite  the  structure.  Instructions  are  also  provided  on  how  to  acquire  the  frequency  response 
information  for  a  fixed  time  interval  using  the  FBG  arrays  (and  also  accelerometers  (acc)  if 
required). 


3.1  Configuration  of  hardware 

Figure  3.1  shows  a  schematic  diagram  of  the  hardware  set-up  for  measuring  the  vibrational 
response  to  excitation  from  an  electrodynamic  shaker  using  FBGsand  analysing  this  response 
using  a  vibration  analyser. 


Filter 


□ 


Power  C  Jt2  In2 


0- 


Amplifier 


®QS)  a  @ 

o  ^ 

Input  Gain  Power  Output 


□  □  □  □  Frequency  Analyser 


Vibration 

Analyser 


Photocurrent  to 
voltage  conversion 


FigureS.l:  Schematic  diagram  showing  theintensity  based  interrogation  set-up  with  the  vibration 

anaiyser  using  shaker  excitation  (wiring  iegend  as  per  Figure2.1). 
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3.2  Starting  the  OROS  vibration  an aiy sis  software 

Prior  to  running  the  software,  ensure  all  the  hardware  is  set-up  and  switched  on  as  shown  in 
Figure  3.1.  The  password  for  the  tuneable  laser  is  1234.  Open  the  OROS  software^  by  running 
the fileOR763.exe (Version  4.41)  located  on  desktop. 

N  .B.  If  the  laptop  goes  into  hibernation  on  standby  mode  whiietheOR  0  S  softwareis  running, 
therewiii  bea  driver  caiiingerrorthenexttimethesoftwareisopened.Thiscanbecorrected  by 
ejecting  the  PCMCIA  from  its  siot,  repiacing  it  and  then  re-starting  the  software.  If  the  error 
occurs  again,  r&tart  the  iaptop  and  reopen  the  program. 

3.3  Setting  the  externai  fiitering  and  gain 

1.  A I  ways  start  with  the  gain  on  the  amplifier  at  0. 

2.  To  changethesetting  on  the  universal  Digital  Filter  presstheup  or  down  button  of  the 
cursor  and  changethesetting  by  adjusting  the  main  control  dial  on  the  right  hand  side 
of  the  screen. 

3.  Set  the  foil  owing:  (Thiscan  change  depending  on  what  analysis  is  needed) 

•  Filter:  Linear-Phase  Bandpass 

•  Low  Freq:  ISOFIz 

•  High  Freq: 2000 FI z 

•  Transition  Siope:  5.6 dB/  FIz 

•  Stopband  Attenuation:  MAX 

4.  To  increase  the  transition  slope  of  the  filter,  select  bandwidth  and  decrease  the 
frequency  range  of  the  bandpass. 

3.4  Creating  a  Project 

Thissetsup  the  primary  folder  into  which  all  the  data  and  configuration  files  are  stored.  Any 
details  about  the  test  article  and  experiment  design  should  be  entered  at  this  stage  in  the 
comments  section. 

1.  Choosea  New  Projectand  then  click  OK 

•  Enter  Project  name 

•  Directory:  The  usual  location  isC:\  ProgramFiles\  0R25\  Project 

•  Enter  comments  as  requ i  red 

2.  Click  next 

3.  Enter  a  Sub  Project  Name:  (The  sub  project  is  usually  used  to  store  individual  tests 
which  are  carried  out  within  the  main  experiment.) 

4.  Click  next  (It  may  take  a  while  to  open  the  next  window) 


4The  software  is  currently  located  on  the  laptop  with  DSTO  Asset  No.  AAN  25738 
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3.5  Input  Front  End  Setup 

This  sets  up  thefront  end  i  nputs  for  the  OROS  analyser.  The  range,  data  type  and  any  seal  i  ng 
factors  for  each  activechannel  areset-up  at  thisstage.  To  demonstrate  the  process,  theexample 
shown  in  Figure  3.1  is  used  where  channel  1  is  the  input  from  the  load  cell  attached  to  the 
shaker,  channel  2  is  the  accelerometer  and  channel  3  isthe  photodiode. 

1.  Click  on  Select  Active  I  nputs  and  select  inputs  being  used  and  then  clickOK. 

2.  Click  on  channel  Itaband  set-up  the  channel  asoutlined  below: 

•  Range:  100  mV  (this  may  need  to  be  adjusted  depending  on  the  excitation  level) 

•  Physical  Unit:  Force,  N  (if  channel  1  is  being  set-up  as  a  shaker  input)  Note: 
Althoughtheunit  reported  i  s  N  ew  tons,  the  cal  i  brati  ons  f  or  the  0  RO  S  are  actu  al  I  y  i  n 
lbs. 

•  Transducer  Reference:  PCB  208C02  SN:  22476  (This  may  need  to  be  adjusted 
depending  on  the  shaker  being  used) 

•  Coupling:  ICP  (uselCP  for  hammer,  shaker,  accelerometer) 

3.  Click  on  channel  2  tab  and  set-up  the  channel  asoutlined  below: 

•  Range:  310  mV  (this  may  need  to  be  adjusted  depending  on  the  excitation  level) 

•  Physical  U  nit  Acceleration  meter,  g 

•  T ransducer  Reference:  (Enter  the  accel erometer  detai Is  here) 

•  Coupling:  ICP  (use  ICP  for  hammer,  shaker,  accelerometer) 

4.  Click  on  channel  3tab  and  set-up  the  channel  asoutlined  below: 

•  Range:  310mV  (this  may  need  to  be  adjusted  depending  on  the  excitation  level) 

•  Physical  U  nit  Voltmeter,  V 

•  T ransducer  Reference:  Sensor  3 

•  Coupling:  AC  (useAC  for  thePhotodiodeand  Strain  Gauge  Output) 

5.  Click  next 

3.6  Input  Pre-process 

This  stage  of  the  process  sets  up  the  name  for  each  activechannel  and  defines  which  channel  is 
used  as  the  reference  channel  for  data  analysis. 

1.  Set  the  number  of  preprocesses  i  nput  to  the  number  of  channels  bei  ng  used . 

2.  Sel  ect  Preproc.  1  tab 

•  I  nput  Channel :  Ch.l 

•  Preprocess  N  ame:  Shaker 

•  Ensure  the  box  is  checked  for  Channel  1  as  the  reference  (if  Channel  one  is  the 
shaker  input) 

3.  Sel  ect  Preproc.  2  tab 

•  I  nput  Channel :  Ch.2 

•  Pre-process  N  ame:  A  ccel  erometer 

4.  Sel  ect  P  reproc.  3  tab 

•  I  nput  Channel :  Ch.3 

•  Pre-process  N  ame:  FBG 

5.  Click  next  until  theCreateaNew  Measure  page  is  reached 
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3.7  C  reate  a  N  ew  M  easure 

This  sets-up  anew  folder  within  the  sub-project  folder  where  all  the  data  files  are  saved  to. 
The  type  of  anal  ysi  s  to  be  appi  i  ed  to  the  data  i  s  al  so  specif!  ed  here. 

1.  Enter  M  easure  N  ame:  (A  ny  name.  For  exampi  e,  the  date) 

2.  Select  Analyser  M  ode:  (usually  "recorder"  for  usewith  theshaker  in  automatic  mode) 

3.  I  nsert  any  comments  as  requ  i  red 

4.  Click  Next 

3.8  Analyser  Setup 

This  sets-up  the  parameters  for  the  data  analysis. 

1.  Click  on  the  Generator  tab 

2.  Set  Generator  Mode:  Random  Noise 

3.  Ensure  the  box  is  checked  for  "Same  As  FFT  size" 

4.  Click  Next 

3.9  Record  Setup 

This  sets  up  the  number  of  records  and  the  record  length  for  the  recording. 

1.  Click  on  Record  tab 

2.  Set  the  following: 

•  Number:  Total  number  of  gratings,  i.e.  5  arrays,  10  gratings  in  each  therefore 
50  records  (Press  Enter  or  number  will  not  update) 

•  Si  ze  of  1  record:  20  s  or  theappropri  ateti  me  i  nterval  requ  i  red  for  the  data  acqui  red 
per  sensor  (Press  Enter  or  number  will  not  update) 

3.  Click  on  Recorder  Frequency  RangeTab 

4.  Set  Frequency  Range:  0-2  kFIz 

5.  Click  Next 

3.10  Trigger  Setup 

1.  Click  on  Trigger  ModeTab 

•  Set  Trigger  Mode:  Level 

•  Click  on  Input  Level  Tab 

•  Set  Delay:  Os 

•  Set  Input  level  Channel:  External 

2.  Click  on  External  Trigger  Setup 

3.  Set  the  foil  owing: 

•  Coupling:  DC +]/ 10 

•  Threshold  level:  2% 

•  Hysteresis:  50 mV 

•  Click  OK 

4.  Click  OK 
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3.11  Setting-up  the  Main  Dispiay  Window 

Thi s sets  up  thefront  panel  for  vi  ew i  ng  thedata  on  thefrequency  anal yser  w hi  I e conducti  ng  the 
experiments.  The  windows  which  the  user  needs  to  display  will  depend  on  the  active  input 
channels  and  the  types  of  sensors  being  used. 


1.  Click  on  window  inthemenu  bar  and  select  Tile  Horizontal 

Thewindow  should  appear  as  in  Figure  3.11.1  (with  an  active  window  for  each  active 
i  nput  sel  ected  at  the  i  nput  front  end  set-up  stage).  N  ote:  At  this  poi  nt  it  may  be  desi  red 
totunethelasertoan  FBG,  run  theshaker  at thedesi red  gain  and  check  if  theindividual 
channel  gai  ns  for  each  sensor  are  set  appropri  ately. 

2.  Click  on  the  green  play  button,  under  the  tool  bar 

3.  E nter  a  Fi  I  e  N  ame  (thi  s  i  s  the  ^ av  fi  I  e  w  here  the  d ata  i  s  saved ) 

4.  Click  OK 


Figures. 11.1:  M  ain  screen  oftheOROS  frequency  analyser  where  the  act!  vein  puts  (i.e.  Shaker  and 
FBG)  appear  on  the  graph 


TheOROSfrequency  analyser  is  now  configured  and  readyto  start  measuring.Thenextstageis 
to  set-up  the  FBG  interrogator. 
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3.12  Starting  the  A gi I ent8164A  Control  program 

1.  Open  thesoftwares  using  theAgilent8164A  Control  icon  located  on  the  desktop 

2.  Check  if  the  1/  0  configurations  are  as  shown  in  Figure  3.12.1  and  select  continue. 
Note:  These  should  correspond  to  the  GPIB  addresses  assigned  on  the  actual 
instruments. 


Figure3.12.1:  Start-up  Configuration  Options 

3.13  Configuration  for  the  Agilent  8164A 

This  stage  of  the  process  sets-up  the  scanning  wavelength  range,  output  power  levels  and 
wavelength  resolution  forthetuneablelaseraswell  as  defining  the  optical  switch  allocations  for 
the  laser  source  and  photodiode. 

1.  ClickontheConfigurationtabofthewindow  shown  in  Figure3.13.1 


5  The  software  is  located  on  the  laptop  with  DSTO  Asset  No.  AAN  25711 
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Figures. 13.1:  Configuration  window  on  A  giient  8164A  controi  software 
2.  Set  the  following: 

•  Wavelength  Scan  Range:  1520-1570 nm 

•  Power:  (1)  Ensurethe'AlwaysMax'  boxischecked  unless  manual  configuration  is 
necessary,  in  which  casesetthe  power  output  level  of  the  laser  to  what  is  desired. 
(2)  Enable 'Coherence Ctrl' 

•  Wavelength  Resolution:  Ensure  the  'Always  Max'  box  is  checked  unless  manual 
configuration  is  necessary,  in  which  case  set  the  wavelength  resolution  to  what  is 
desired 

•  Interrogation  Mode:  Reflection  (if  the  system  isset-up  to  measure  the  gratings  in 
reflection) 

•  Switchbox:  Set  the  channel  son  theswitchbox  Ito  match  thefibre-optic  inputs  and 
check  the 'Ext  Trig'  and  'SaveAll  Data'  boxes 
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3.14  Scan  the  A  rray 

This  scans  the  laser  source  across  all  the  FBGs  in  the  array  and  locates  the  grating  peaks  and 
mid -point  locations. 

1.  ClicktheScan  tab  (Figure 3.14.1) 


Figure 3.14.1:  Configuration  window  on  A  giient  8164A  controi  software 

2.  Select  the  switch  number  to  which  the  array  isconnected  (Array  Sw.) 

3.  Click  Start  Scan  (This  may  take  up  to  a  minute  depending  on  the  scan  range) 

4.  Peaks  are  indicated  by  ared  dotonthearray  plotandthenumberof  peaksdetected  is 
indicated  at  the  peaks  display  on  Figure  3.14.1.  If  all  peaks  are  detected  skipto  section 
3.14.8 

5.  If  all  peaks  are  not  detected,  set  the  Peak  Threshold  limit  to  half  the  maxi  mum  power 
level  oftheFBG  reflection  peaks. 

6.  SetthePeak  Width  to  approximately  half  theFul  I  Width  FI  alf  M  ax  (FWFI M )  of  theFBGs 
being  interrogated 

7.  Click  Start  Scan  (Thismaytakeuptoaminutedependingonthescan  range).  Note:  If  a 
large  number  of  oscillations  are  visible  in  the  reflection  spectrum  and  the  number  of 
peaks  does  not  match  the  number  of  grati  ngs,  thefi  bre  or  patch  cord  may  bedamaged . 

8.  Click  More  Detail  (Thismaytakeuptoaminutedependingonthescan  range) 

9.  Save  the  Array  Properties  (if  you  are  using  Automatic  Control  or  Semi-automatic 
remember  the  name  given  to  each  array,  as  you  wi  1 1  need  to  use  this  later) 

10.  Y ou  may  al  so  choose  to  record  the  spectral  profi  I  e  of  the  array  as  a  text  fi  I  e  and  as  an 
image  for  further  analysis  by  clicking  on  the  save  button  at  the  bottom  of  the  scan 
window. 

11.  I  f  there  i  s  more  than  one  array  i  n  the  set-u  p,  go  to  Conf  i  gu  rati  on  tab  agai  n ,  and  cl  i  ck  on 
Reset  Range.  Repeat  steps  1  to  lOin  section  3.14,  until  all  arrays  required  to  be  scanned 
are  finished  (remember  to  Reset  Range  for  every  array) 
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3.15  Automatic  Control 

1.  Click  the  Enable  button  in  the  Automatic  Control  window  on  the  bottom  Right  Hand 
Side(RHS)  of  the  Scan  tab  window. 

2.  Select  Array  List  &  Config 


Figures. 15.1:  A  rray  list  Sdector/A  uto  mode  configuration 

i .  Check  'Ful  I A  uto'  box  if  you  are  usi  ng  the  i  nterrogati  on  system  i  n  automati  c  mode 
(Figure  3.15.1) 

ii.  SettheData  Acquisition  Time:  28s  (this  may  beadjusted  depending  on  the  data 
acquisition  requirement).  Note:  An  additional  Ssecondson  top  of  the  acquisition 
window  is  required  to  allow  the  photovoltaic  signal  to  settle  between  different 
optical  switches.  (For  example,  if  20  seconds  is  required  to  acqui  rethedata,  then  set 
Data  Acquisition  Time  to  28  seconds) 

ill.  Check  the  'Prescan  A rrays'  box 

iv.  Click  the  folder  which  says  A  utoSave  Location,  and  type  in  a  name  and  click  save 
(Thiswill  bethefolder  where  all  the  results  will  be  saved) 

V.  Click  Create  New 

3.  Create/Edit  array  list 

i.  InthefirstNameinputfield  (Figure3.15.2),typeinthenameofthe*xmlfile(justthe 
core  filename,  not  the  extension)  as  saved  previously  in  step  9,  section  3.14 

ii.  Selectthenumber  of  sensors  on  the  array  in  the  size  window 

ill.  Select  Low  if  the  first  sensor  is  at  the  lowest  wavelength,  select  High  if  the  first 
sensor  isatthehighest  wavelength 
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i  V.  Repeat  steps  i  to  i  i  i  i  n  step  3,  above,  for  other  arrays  (This  is  I  i  mited  by  theswitchbox 
capacity.  Arrays  M  LIST  be  connected  to  the  switchbox  in  the  same  order  as  they 
appear  in  this  list) 

V.  Click  on  save  to  save  the  list  of  arrays  in  the  same  folder  as  theconfiguration  *xml 
files 

vi.  Click  Finished  to  return  to  array  list  selector  (FigureZlS.l) 

vii.  Click  OK  on  the  Select  Array  List  &  Configpageto  return  to  the  Scan  tab 


Figure3.15.2:  Array  list  editor 

4.  A  utomati  c  C  ontrol  i  n  the  Scan  tab 

•  Back  in  the  Scan  tab,  the  Automatic  Controi  isshown  as  Figure  3.15.3,  click  start 
while  the  shaker  is  off 


Figure3.15.3:  A  utomatic  Control  mode  in  idle  stage 


•  Wait  until  theprescan  is  complete,  this  will  takeafew  minutes  depending  on  how 
many  arrays  are  being  utilised,  during  this  time  you  can  pause  or  abort, 
(see  Figure  3.15.4) 
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Figure3.15.4:  A  utomatic  Control  mode  in  prescan  stage 

Once  the  prescan  is  complete  as  seen  in  Figure  3.15.5,  turn  on  the  shaker  and  adjust  the  gain 
until  the  required  force  is  reached.  (If  the  red  LED  indicator  is  continuously  on,  decrease  the 
gai  n  unti  I  a  red  and  green  I  ightflash  i  ntermittently)  and  then  cl  ick  conti  nue.  Theshaker  test!  ng 
is  now  underway.  The  I  nterrogati  on  software  wi  1 1  i  nterrogate  each  grati  ng  on  thearray  for  the 
user  defi  ned  ti  me  i  nterval  before  automatical  ly  switching  to  the  next  grati  ng  on  the  array  (see 
Figure3.15.6).  This  process  continues  unti  I  all  the  gratings  on  all  thearrays  have  been  recorded. 


Figures. 15.5:  Automatic  Control  mode  in  compiete  pre-scan  stage 


N  ote:  If  there  is  no  response  to  the  shaker  excitation  from  the  photodiode  as  viewed  on  the 
OROS  display  window,  check  if  the 'Laser  Active'  light  is  activated  on  the  Agilent  program. 


Figures. 15.6:  A  utomatic  Control  mode  in  data  acquisition  stage 


When  all  the  recordings  have  finished  the  automatic  control  window  will  display  the  total 
elapsed  time  for  the  whole  test  as  shown  in  Figure  3.15.7. 


Figures. 15.7:  A  utomatic  Control  window  upon  compietion  ofthetest 
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4.  LabView  Programs  to  Analyse  Experimental  Results 

The  following  is  a  list  and  brief  description  of  some  LabView  programs  which  have  been 
developed  specifically  to  display  and  analyse  the  data  for  the  Intensity  Based  Interrogation 
system. 

4.1  Programs  used  to  analyse  results  from  the  0  ROS 


Result  Viewer 


Opens  TXT  files  exported  by  0  ROS  analyser 

-  For  quick  previewing  and/  or  plotting  of  data 


Wave  Viewer 


Reads  WAVE  files  created  by  0 ROS  Analyser. 

View  and  export: 

(with  user  definable  averaging/  windowing  parameters) 

-  TimeFlistory 

-  FFT  Spectrum 

-  FRF 

-  Coherence 

Enables  Calibration  of  FBG  records  using  A RRAYLI ST  file 


4.2  Programs  used  to  analyse  results  from  the  Tuneable  Laser 


Data  Export 
Tool 


View  raw  datainTLSCAN  files 

Li  mi  ted  export  to  text  fi  I  e  (grati  ng  wavel  ength  &  cal  i  brati  on) 

-  Use  "Export  Calibration"  instead  ofthisfor  getting  calibration  factors 
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FBG  Profiler 


Viewer  program  for  array  scan  files 

-  View  results  from  wavelength  scans  (TLSCAN  /  ARRAYLIST) 

-  View  and  export  plots  of  individual  FBGs  or  arrays 

-  Re-run  peak  detection  with  different  parameters  on  existing  scan  data 


Export 

Calibration 


FBG  calibration  exporter. 

Preview  and  export  FBG  calibration  factors  from  wavelength  scan  (TLSCAN  / 
ARRAYLIST) 

-  Allows  modification  of  calibration  range  on  each  sensor  before  export. 

-  Exports  to  text  the  cal  i  brati  on  factors  i  n  units  of  Volts/  mi  crostrai  n 


Import  from 
Swin 

Interrogator 


Converts  data  recorded  by  fibre  interrogation  system  at  Swinburne  to  TLSCAN  format 

-  Performs  automatic  FBG  detection  and  conversion  from  dB  to  linear  scale 

-  Enables  data  to  beviewed  with  "FBG  Profiler"  program 


Read  Power 
Log 


Reads  I  og  f i  I  e  of  pow  er  measu  rements  f rom  Tu  neabi  e  L  aser  mod  u  I  e. 

Log  file  records  to  "LabVIEW  Data"  folder 

-  Can  be  used  to  observe  reflected  power  drift  over  time  if  "External  Measurement" 
checkbox  is  deselected  in  laser  control  program 

N  .B.  This  software  is  still  under  development 
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4.3  M  i  seel  I  aneous  Analysis  Programs 


avg 

coherence,  vi 


Plots  average  coherence  from  multi  pi  eOROS  exported  TXT  files 


El 

change  calib 
length,  vi 


Recalculate  calibration  InTLSCAN  files  with  new  calibration  length  (i.e.  change  calibration 
range  from  60pm  to  30pm) 
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